
H GF

EDCBA

1/
2

Min 20–80 % Max
0.30
1.0  

3.24
9.8  

12.06
36.2  

15.00 mg/L P
45.0 mg/L PO4³−  

I J

www.mn-net.com

Methode / Method / Méthode / Método 690 nm    
0801 0.30–15.00 mg/L P   
0802 1.0–45.0 mg/L PO4³−   
0803 0.7–34.5 mg/L P2O5   

 gesamt-Phosphat 15
total Phosphate / Phosphate total / Fosfato total

Test 0-80
REF 985080

A
03

71
80

 / 
98

50
80

 / 
xx

xx

pH 0–10

500 μL
E

20–25 °C

1 x R31 x R2

F

200 μL
R4

C

10 min

D120 °C / 30 min
100 °C / 1 h

M



GF

EDCBA

2/
2

Min 20–80 % Max
0.30
1.0  

3.24
9.8  

12.06
36.2  

15.00 mg/L PO4-P
45.0 mg/L PO4³−  

www.mn-net.com

Methode / Method / Méthode / Método 690 nm    
0805 0.30–15.00 mg/L PO4-P   
0806 1.0–45.0 mg/L PO4³−   
0804 0.7–34.5 mg/L P2O5   

 ortho-Phosphat 15
ortho-Phosphate / ortho Phosphates / orto Fosfato

Test 0-80
REF 985080

A
03

71
80

 / 
98

50
80

 / 
xx

xx

pH 0–10

500 μL
E

10 min

1 x R3

F

C

200 μL
R4

M

D




